[Internal quality control for antimicrobial susceptibility test: an experience feedback].
Internal quality control (IQC) position in antimicrobial susceptibility testing must be evaluated attentively before using. Ours S. aureus ATCC 25923 use during year 2011 has given precious information that can be useful for other laboratories. First, IQC should never be used before checking that all the realisation process steps are controlled. It will then appear that reagents are the most susceptible to give false results. That's what happens in 2.74% of antimicrobial susceptibility test. IQC is then useful to limit their clinical's impact. However, IQC use also shows that quality improvement will be difficult without industrial producer's involvement.